What Do You Mean by Aortic Valve Area: Geometric Orifice Area, Effective Orifice Area, or Gorlin Area?

Damien Garcia, Lyes Kadem

Laboratory of Biomedical Engineering, Institut de Recherches Cliniques de Montréal, Montreal, QC, Canada

Aortic valve area can be measured by cardiac catheterization, Doppler echocardiography, or imaging planimetry to assess aortic stenosis severity. These diagnostic techniques provide the Gorlin area, the effective orifice area (EOA) and the geometric orifice area (GOA), respectively. The differences between these three parameters depend mainly on the valve inflow shape and cross-sectional area of the ascending aorta. Because the values obtained may differ noticeably in the same patient, they may lead to different estimations of stenosis severity depending on the measurement method used. It is therefore essential to be aware of the underlying fundamentals on which these parameters are based. The aim of this state-of-the-art report was to clarify these hemodynamic concepts and to underline their clinical implications. Because planimetry only provides GOA and does not characterize the flow property, this method should preferably not be used to assess stenosis severity. The most appropriate parameters for this purpose are the Gorlin area and the energy loss coefficient (E,Co), which corresponds to the EOA adjusted for aortic cross-sectional area. From a hemodynamic viewpoint, Doppler E,Co and Gorlin area both reflect the fluid energy loss induced by aortic stenosis, and describe better the increased overload imposed on the left ventricle. Although the Gorlin area and Doppler E,Co are equivalent, the latter parameter has the advantage of being measurable non-invasively using Doppler echocardiography.

The Journal of Heart Valve Disease 2006;15:601-608
fer substantially in the same patient, it is important to be aware of the underlying theoretical concepts on which they are based. Hence, the aim of this state-of-the-art report was to clarify these fundamental hemodynamic concepts and underline their clinical implications.

Description of flow through an aortic stenosis

During left ventricular ejection, as the blood flow passes through an aortic stenosis, a jet is produced (Fig. 2). The blood accelerates from the left ventricular outflow tract (LVOT) as far downstream as the vena contracta, which corresponds to the location where the cross-sectional area of the jet is minimal. This area is the so-called EOA. In comparison, the GOA refers to the area of the valve opening, as measured by planimetry (Fig. 3). As the flow accelerates due to the abrupt contraction induced by the stenosis, static pressure decreases because a part of the potential energy is converted to kinetic energy. This process is stable and does not induce any significant loss in total flow energy. The difference between LVOT pressure and vena contracta pressure is the maximal transvalvular pressure gradient (TPG\text{max}; see Fig. 2). Two coefficients are commonly used to characterize the flow contraction in the presence of aortic stenosis, namely the discharge coefficient (C\text{d}) and the contraction coefficient (C\text{c}), although in the clinical literature confusion exists regarding these two coefficients. The following section provides a

![Figure 1: Different methods used to estimate aortic valve area. A) Continuity equation using Doppler echocardiography. B) Gorlin formula using catheterization. C) Planimetry using cardiac magnetic resonance. (Image C reproduced from John et al. (7), with permission.)](image1)

![Figure 2: Schema of the systolic flow through an aortic stenosis. A\text{A}: Aortic cross-sectional area; A\text{LVOT}: LVOT cross-sectional area; EOA: Effective orifice area; P\text{a}: Aortic pressure; P\text{LVOT}: LVOT pressure; P\text{VC}: Pressure at the vena contracta; TPG\text{max}: Maximal transvalvular pressure gradient (= P\text{LVOT} - P\text{VC}); TPG\text{net}: Net transvalvular pressure gradient (= P\text{LVOT} - P\text{a}).](image2)
description of the respective hemodynamic properties of these coefficients before describing the different aspects of the AVA.

**C\(_D\) versus C\(_C\)**

The term "discharge coefficient" is often inappropriately used in place of 'contraction coefficient'. The discharge coefficient (C\(_D\)) is defined as the ratio of actual flow to ideal flow (i.e., flow without vena contracta) through an orifice. It is therefore expressed by:

\[
C_D = \frac{\text{actual flow}}{\text{ideal flow}} = \frac{Q_{\text{actual}}}{Q_{\text{ideal}}}. \quad (1)
\]

In contrast, the contraction coefficient (C\(_C\)) is defined as the ratio of the area measured at the vena contracta of a jet issuing from an orifice (EOA), to the area of the orifice (GOA) (Fig. 3):

\[
C_C = \frac{\text{EOA}}{\text{GOA}}. \quad (2)
\]

The relationship between C\(_D\) and C\(_C\) can be deduced analytically using the following theoretical steps. The expression of the actual flow rate (Q\(_{\text{actual}}\)) can be written from Eqn. (1) as follows (17):

\[
Q_{\text{actual}} = C_D Q_{\text{ideal}} = C_D \frac{2 TPG_{\text{max}}}{\rho (1 - GOA^2 / A_{\text{LVOT}}^2)} \quad (3)
\]

where A\(_{\text{LVOT}}\) is the upstream (LVOT) cross-sectional area and \(\rho\) is the blood density. Mean TPG\(_{\text{max}}\) can be written as a function of EOA and mean squared actual flow rate (Q\(^2\)), by means of the Bernoulli equation and the mass conservation, as follows (18):

\[
TPG_{\text{max}} = \frac{1}{2} \rho Q^2 \left( \frac{1}{\text{EOA}^2} - \frac{1}{A_{\text{LVOT}}^2} \right). \quad (4)
\]

The combination of Eqns. (2), (3), and (4) yields the relationship between C\(_D\) and C\(_C\):

\[
C_D = C_C \sqrt{\frac{1 - GOA^2 / A_{\text{LVOT}}^2}{1 - C_C^2 GOA^2 / A_{\text{LVOT}}^2}}. \quad (5)
\]

From this expression it clearly appears that C\(_D\) and C\(_C\) are generally not equal since C\(_D\) depends not only on C\(_C\) but also on the GOA/A\(_{\text{LVOT}}\) ratio. C\(_D\), however, tends to become equal to C\(_C\) for small values of GOA/A\(_{\text{LVOT}}\) (<1/4), and therefore for severe stenosis. In conclusion, whereas the definitions of C\(_C\) and C\(_D\) are based on two different physical concepts, their respective numerical values are almost equal in the particular case of severe aortic stenosis. This likely explains why they were used interchangeably in some in-vitro and in-vivo studies. Because their definitions and numerical values differ between mild and moderate stenosis, the term 'discharge coefficient' should not be used when referring to the EOA/GOA ratio which is, by definition, the contraction coefficient, C\(_C\).

**GOA, EOA and C\(_C\)**

As mentioned previously, GOA represents the geometric area of the valve orifice, whereas EOA is the minimal cross-sectional area of the downstream jet (Fig. 3): hence, GOA can be measured with a ruler, while EOA cannot. The relationship between EOA and GOA, and therefore the value of C\(_C\) (= EOA/GOA), is highly dependent upon the valve inflow shape (11,19). In particular, C\(_C\) may vary significantly with the valve aperture angle for a given flow rate. This dependence may be found in aortic stenosis with stiffened valve leaflets, and can be expressed analytically using the theory of flow jets in an ideal fluid as (20):

\[
C_C(\theta) = \pi + \int_0^{\pi/2} \cot \left( \frac{\sigma}{2} \right) \sin \left( \frac{\theta}{\sigma} \right) d\sigma^{-1}. \quad (6)
\]

Figure 4 depicts the variation of C\(_C\) given by Eqn. (6), with the aperture angle \(\theta\). Note that when \(\theta\) is zero - that is, when the valve is fully open - \(C_C\) is equal to 1 and thus EOA = GOA. In contrast, when \(\theta\) is \(\pi/2\) (= 90°), as might be encountered in a severely calcified and totally rigid aortic stenosis, C\(_C\) is equal to \(\pi/(\pi+2) = 0.61\). For a normal aortic valve or a funnel-shaped aortic stenosis, the streamlines do not continue to converge downstream of the tips of the valve leaflets (Fig. 3B). Thus, EOA is equal to GOA and therefore C\(_C\) = 1, as reported in vitro and in vivo by some investigators (11,12,19,21). This shows that in some particular aortic stenoses (e.g., funnel-shaped), GOA may be equivalent to EOA. In most cases, however, C\(_C\) is <1 in patients with aortic stenosis and could, in theory, be as small as...
0.6, so that GOA and EOA are generally significantly different \((11,12)\). For example, in the study conducted by Gilon et al. \((11)\), CC was significantly lower for flat compared to doming bicuspid valves \((0.73 \pm 0.14 \text{ versus } 0.94 \pm 0.14 \text{ cm}^2)\) in patients with aortic stenosis. De La Fuente Galan et al. \((12)\) also reported CC values of \(1.11 \pm 0.28\) in patients with mildly or moderately calcified aortic stenosis, and values of \(0.79 \pm 0.28\) in patients with severely calcified valves. \([\text{Note that CC is }>1\text{ in the report of De La Fuente Galan et al. (12) due to measurement errors inherent in echocardiography.}]\) In other words, GOA is almost equal to EOA in mildly calcified aortic stenosis, but significantly greater in severely calcified aortic stenosis (Table I). Consequently, it is clear that planimetry cannot be used as a substitute for Doppler echocardiography to estimate EOA, since CC is highly dependent upon aortic valve inflow configuration and is a priori unpredictable. In a recent study \((22,23)\), it was shown that EOA might also be affected by transvalvular flow rate if EOA was >0.9 cm\(^2\), and more particularly for low flow rates (cardiac output \(<2.1 \text{ l/min}\)). The variation of EOA with flow is essentially related to the preponderance of inertial forces due to flow unsteadiness (as estimated by the Strouhal number) for such a flow regime. It was also shown possible to predict this EOA flow dependence accurately when considering these unsteady effects at low flow rates. The flow can, however, be considered as quasi-steady at normal to high cardiac output with moderate to severe aortic stenosis \((24)\), so that inertial effects due to unsteadiness are negligible and EOA becomes quasi-independent of the mean flow rate for a given aortic valve geometry \((19,23)\).

### Doppler EOA versus Gorlin area

Cardiac catheterization and Doppler echocardiography are the two standard methods used to measure AVA to assess the severity of aortic stenosis. Although some investigators have found a good agreement between these two methods, others have reported important discrepancies \((4,13,14,25)\). In the latter studies, catheter AVA was usually higher than Doppler AVA. Catheter AVA is determined using the Gorlin formula, whereas Doppler AVA is determined with the continuity equation and measures the EOA. The continuity equation states that the flow rate in the LVOT equals that in the vena contracta (VC) - that is, EOA \(VTI_{VC} = A_{VOT}VTI_{VOT}\), where \(VTI_{VC}\) is the velocity time integral at the level of the vena contracta measured by continuous-wave Doppler and \(VTI_{VOT}\) is the sub-valvular velocity time integral measured by pulsed-wave Doppler. EOA - that is, the cross-sectional area of the jet at the level of the vena contracta (Fig. 2) - is therefore written as:

\[
EOA = \frac{A_{VOT}VTI_{VOT}}{VTI_{VC}} = \frac{SV}{VTI_{VC}}
\]

where \(SV\) is the stroke volume. Measurement of AVA by catheterization is based on the Bernoulli equation, which describes the conservation of flow energy,

\[
\frac{4}{3} \frac{V^2}{D^4} = \frac{P_1 - P_2}{ho g}
\]

Table I: Comparison between Doppler EOA and echocardiographic GOA in 24 patients with mild/moderate or severe calcified aortic stenosis.*

<table>
<thead>
<tr>
<th>Degree of calcification</th>
<th>No. of patients</th>
<th>EOA</th>
<th>GOA</th>
<th>p-value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Mild/moderate</td>
<td>10</td>
<td>0.72 ± 0.16</td>
<td>0.66 ± 0.15</td>
<td>0.23</td>
</tr>
<tr>
<td>Severe</td>
<td>14</td>
<td>0.54 ± 0.09</td>
<td>0.77 ± 0.27</td>
<td>0.0052</td>
</tr>
</tbody>
</table>

*Data taken from the study of de la Fuente Galan et al. \((12)\).
A paired \(t\)-test was performed to compare GOA with EOA in the two groups.
Note that GOA differs significantly from EOA in the severely calcified group \((p <0.01)\).
applied between the LVOT and the vena contracta. The resulting Gorlin formula yields the Gorlin area, written as a function of the mean systolic flow rate (Q) and the mean transvalvular pressure gradient (TPG). When applying standard clinical units (cm², mmHg and ml/s), the Gorlin area is written as:

\[
\text{Gorlin area} = \frac{Q}{50\times\text{TPG}}.
\]  

(8)

In theory, if TPG were to be calculated from pressure measurements within the vena contracta, then it would be equal to TPG\text{max} and the Gorlin area would in turn be equal to the Doppler EOA (13). In this hypothetical case, the Gorlin area would thus reflect the minimal cross-sectional area of the flow jet. However, it is difficult to measure TPG\text{max} by catheterization because of the difficulty in obtaining adequate pressure acquisitions within the vena contracta. Therefore, the catheter tip is generally positioned a few centimeters downstream of the vena contracta, which thus provides the TPG\text{net} (TPG\text{net} < TPG\text{max}) (Fig. 2). From the energy loss concept, it can be demonstrated that the Gorlin area may be written as (13):

\[
\text{Gorlin area} = \frac{\text{EOA} A_s}{A_s - \text{EOA}}.
\]  

(9)

Thus, the Gorlin area depends not only on the EOA but also on the aortic cross-sectional area measured at the sinotubular junction (A_s). Hence, Eqn. (9) can be rewritten as:

\[
\frac{\text{EOA}}{\text{Gorlin area}} = 1 - \frac{\text{EOA}}{A_s}.
\]  

(10)

Equation (10) shows that EOA is systematically smaller than the Gorlin area, which means that Doppler echocardiography overestimates aortic stenosis severity when compared to catheterization. This is consistent with in-vivo studies performed in patients with aortic stenosis (13,25,26). Thus, clinicians should be aware that Doppler echocardiography and catheterization may lead to different AVA values, and all the more so when the aortic diameter is relatively small (14).

Doppler echocardiography provides the lowest AVA value

As discussed above, AVA may reflect the EOA, Gorlin area or anatomic area (GOA), depending on the technique used to assess stenosis severity (Table II). The differences between these three AVA values depend mainly on the valve inflow shape and the cross-sectional area of the ascending aorta: the discrepancy between Doppler echocardiography and catheterization is mostly related to the aortic cross-sectional area (see Eqn. (11)), whereas the difference between Doppler echocardiography and planimetry is essentially dependent upon the valve geometry (see Eqn. (7)). Because these anatomic characteristics vary significantly from one patient to another, the relationship between EOA, Gorlin area and GOA is highly patient-specific. According to the American College of Cardiology / American Heart Association (ACC/AHA) recommendations (2), an aortic stenosis is graded as mild when AVA is >1.5 cm², moderate if AVA is >1.0-1.5 cm², or severe if AVA is ≤1.0 cm². Based on these criteria, Doppler echocardiography, planimetry or catheterization may lead to contradictory diagnoses. Assuming that there are no measurement errors due to technical limitations, Doppler echocardiography in theory provides the smallest AVA value and thus the greatest severity of aortic stenosis. Many investigators have consistently reported that the Doppler EOA is systematically smaller than Gorlin area in patients with aortic stenosis (4,13,21,25). In the latter studies, the difference between Doppler EOA and Gorlin area was more obvious with moderate aortic stenosis (25) or small aorta (13), as predicted by Eqn. (11). Others have also shown that Doppler EOA is always smaller than planimetry AVA (GOA) with highly calcified or flattened aortic stenosis (11,12). In this case, the EOA on GOA ratio (i.e., C_a) was as low as 0.7 (11,12) which means that planimetry overestimated Doppler echocardiography by more than 40%. The same studies showed, however, that planimetry and Doppler echocardiography produced identical results with non-calcified or mildly calcified valves. Based on the above-mentioned findings, the ways in which AVA may significantly vary depending on the diagnostic method applied are summarized in Table III. In this illustration, while planimetry AVA

<table>
<thead>
<tr>
<th>Diagnostic method</th>
<th>AVA</th>
<th>Definition</th>
</tr>
</thead>
<tbody>
<tr>
<td>Echocardiographic or CMR planimetry</td>
<td>GOA</td>
<td>Anatomic area of the valve aperture</td>
</tr>
<tr>
<td>Doppler echocardiography</td>
<td>EOA</td>
<td>Cross-sectional area of the vena contracta</td>
</tr>
<tr>
<td>Cardiac catheterization</td>
<td>EOA A_s/(A_s - EOA)</td>
<td>Area characterizing the flow energy loss</td>
</tr>
</tbody>
</table>

A_s: Aortic cross-sectional area; CMR: Cardiac magnetic resonance; EOA: Effective orifice area; GOA: Geometric orifice area.

Table II: Diagnostic methods used to assess aortic stenosis severity and their corresponding aortic valve area (AVA).
(GOA) is fixed at 1.0 cm² for each stenosis geometry, Doppler AVA (EOA) and catheter AVA (Gorlin area) could range from 0.6 to 1.5 cm². Thus, the data in Table III clearly show that AVA measurements may lead to different estimations of stenosis severity, depending on the measurement method and the valvular and aortic geometries. As an example, with a severely calcified aortic stenosis as depicted in Table III (left column), the stenosis would be graded as moderate (AVA = 1.0 cm²) by planimetry, but severe (AVA = 0.6 cm²) by Doppler echocardiography. In this context, it should be emphasized that the ACC/AHA guidelines for assessing aortic stenosis severity were mainly based on data obtained from catheterization. The same AVA values for aortic stenosis severity were then extended to Doppler or planimetry on the assumption that Doppler EOA and planimetric GOA were similar to Gorlin area. This would only be possible in the very specific condition of a relatively large ascending aorta (i.e., small EOA on AA ratio) and a mild calcified aortic stenosis (Fig. 5). The above-mentioned guidelines make no distinction, however, between these three measurement methods. One may therefore wonder which AVA better reflects the severity of aortic stenosis.

**Which AVA is the most reliable from a clinical standpoint?**

It was shown recently (27) that the energy loss caused by aortic stenosis is reflected by what is termed the “energy loss coefficient” (\(E_{LCo}\)), which has the dimension of an area (cm²). \(E_{LCo}\) is measurable by Doppler and expressed as a function of EOA. Importantly, it also takes into account the aortic area at the sinotubular junction (\(A_A\)), as follows:

\[
E_{LCo} = \frac{EOA \cdot A_A}{A_A - EOA}
\]

When comparing Eqn. (11) to Eqn. (9), it is clear that the Gorlin area is equal to \(E_{LCo}\). Thus, Doppler echocardiography can be reconciled with catheterization if measuring \(E_{LCo}\) by means of Eqn. (11). In a recent study of 138 patients with moderate or severe aortic stenosis, Doppler \(E_{LCo}\) was shown to reflect the severity of aortic stenosis better than Doppler EOA (27). It was then verified, both in animals and in patients (13,14), that Doppler \(E_{LCo}\) and Gorlin area were identical parameters. When \(E_{LCo}\) was indexed for body surface area, a cut-off value of 0.52 cm²/m² was also found to be the best predictor of adverse outcome of aortic stenosis (27). From a hemodynamic standpoint, Doppler \(E_{LCo}\) and Gorlin area both reflect the net energy loss induced by the aortic stenosis, and are therefore more representative of the increased workload imposed on the left ventricle, compared to GOA and EOA. On the other hand, GOA does not characterize the flow property; it reflects solely the area of the valve anatomic orifice. Indeed, as mentioned previously, there are many different inflow jet configurations for a given GOA. As a consequence, the

---

**Table III: Gorlin area and effective orifice area (EOA) for different geometries of aortic stenosis when geometric orifice area (GOA) is fixed at 1.0 cm².**

<table>
<thead>
<tr>
<th>Method used</th>
<th>Geometry of aortic stenosis</th>
<th>GOA (cm²)</th>
<th>EOA (cm²)</th>
<th>Catheterization Gorlin area (cm²) ((A_A = 7) cm²)</th>
<th>Catheterization Gorlin area (cm²) ((A_A = 3) cm²)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Planimetry</td>
<td></td>
<td>1.0</td>
<td>1.0</td>
<td>0.66</td>
<td>0.75</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>1.05</td>
<td>1.05</td>
</tr>
<tr>
<td>Doppler</td>
<td></td>
<td></td>
<td></td>
<td>0.65</td>
<td>0.85</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>1.10</td>
<td>1.10</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>0.75</td>
<td>1.0</td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td>1.5</td>
<td>1.5</td>
</tr>
</tbody>
</table>

Eqns. (6) and (9) were used to complete this table. AA: Aortic cross-sectional area.
relationship between GOA and EOA (i.e., \( C_v \)) is highly dependent upon the degree of valvular calcification and may therefore vary extensively from one patient to another (see Tables I and III). Furthermore, the EOA is not adequate for the accurate assessment of true energy losses caused by the stenosis because it does not take into account the pressure recovery occurring downstream of the vena contracta. As stated by Eqn. (11), the energy loss is influenced not only by EOA but also by the aortic cross-sectional area. The \( E_i^C_0 \) represents one means of adjusting the EOA for the size of the aorta in order to take into account the pressure recovery and thus better assess the net energy loss induced by the stenosis. Hence, it would be preferable to use the \( E_i^C_0 \) as the echocardiographic parameter to assess the severity of aortic stenosis. In this case, the severity criteria proposed in the ACC/AHA guidelines would become directly applicable (2). The \( E_i^C_0 \) measured by Doppler echocardiography and the Gorlin area measured by catheterization are two equivalent parameters that reflect the true energy loss caused by the stenosis. Nonetheless, advice has been recently given not to perform retrograde catheterization in aortic stenosis unless additional information is necessary for clinical management (28). Indeed, retrograde catheterization has been associated with a substantial risk of clinically apparent cerebral embolism in patients with aortic stenosis (29). Because it is now possible to predict the Gorlin area accurately by calculating \( E_i^C_0 \) from the Doppler-echocardiographic examination, it is the present authors’ opinion that retrograde catheterization to assess aortic stenosis severity should be considered only in patients with unclear echocardiographic findings (28,29).

In conclusion, when assessing the severity of aortic stenosis, GOA, EOA and Gorlin area represent different hemodynamic parameters, and the differences among them are highly dependent upon the valve inflow shape and aortic cross-sectional area. Thus, it is important that investigators indicate to which parameter they are referring when using the term “aortic valve area”. Because echocardiographic or cardiac magnetic resonance planimetry provides only the GOA, this method should preferably not be used to assess stenosis severity. The most appropriate parameters for this purpose are the Gorlin area or the \( E_i^C_0 \) which correspond to the EOA adjusted for aortic cross-sectional area. Although the Gorlin area and the \( E_i^C_0 \) are equivalent from a hemodynamic standpoint, the latter parameter has the advantage of being measurable non-invasively by Doppler echocardiography.

Acknowledgements
The authors are indebted to Dr. Philippe Pibarot (Quebec Heart Institute, Sainte-Foy, QC) for his very helpful suggestions, and to Dr. Lysanne Goyer (Clinical Research Institute of Montreal, Montréal, QC) for having reviewed the manuscript.

References


